Manometric evaluation of labor.
A practical method of monitoring uterine contractility during labor is described utilizing a water manometer technic. Comparison of manometric measurements of uterine activity with electronic monitor values reveals that the manometric technic provides an accurate assessment of pathologic intrauterine pressures.